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Easy-to-Use, High-Resolution Digitizer 
Increases Operator Efficiency 

This advanced new microprocessor-controlled digitizer 
provides an accurate, speedy, and convenient method for 
entering position information from maps, slides, x-rays, 
photographs, and other media into a computer for analysis. 

by Frank P. Carau 



HAVE YOU EVER NEEDED to enter coordinates 
from an oscilloscope photograph into a com- 
puter for analysis? Or if not from a photograph, per- 
haps from a map. a graph in a book, a strip chart re- 
cording, a 35-nim slide, a mechanical drawing, or a 
schematic? In any case, what you needed to perform 
that task was a digitizer. 

A digitizer is a device that transforms graphical 
data into planar coordinate information that can be 
read and understood by a computer. These coordi- 
nates are usually presented as X and Y coordinates 
based on the position of a cursor on the surface, or 
platen, of the digitizer. The cursor has a viewing area 
with a crosshair for alignment with the point of in- 
terest on the document, and is coupled either 
mechanically or electrically to a position sensing de- 
vice that provides the positional information to the 
computer. 

Advanced Digitizer 

Model 9874A Digitizer is a powerful new portable 
digitizer that offers significant increases in perfor- 
mance and reliability, and simplified operation 
through 'work-station' design and human engineer- 
ing. The 9874A (Fig. 1) is designed to provide flexibil- 
ity, high resolution, and simplicity of use in a wide 
range of applications using different source media. It 
has many new features, including a tiltable working 
surface, rear projection capabilities, a cursor vacuum 
system, built-in self test. HP-IB* interfacing, automat- 
ic document alignment and axis extension, micro- 
processor control, and a multiple-function user 
keyboard. 

The HP 9874's capabilities are matched to a number 
of industrial applications, such as a local utility de- 
veloping a computer model of a pipeline network, a 
government agency recording data on crop acreage, 
or a lumber company estimating harvest yields. Other 
applications include clinical medicine and electronic 
design. Present digitizer users who would find the 
9874A of particular interest include hospitals and 
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clinics, the military, surveying and mapping firms, 
manufacturers of electronic equipment, agricultural 
and forestry services, universities, and research and 
development laboratories. 
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Cover: Model 987 4 A Digi- 
tizer transmits coordinate 
data to an on-line computer. 
Its tillable, translucent platen 
adapts to a variety of media, 
including backlighted and 
rear-projected images. An 
extend mode is provided lor 
digitizing media larger than 
the platen. (Aerial photo courtesy of the U.S.A. 
National Aeronautics and Space Administration). 
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Problems of Digitizing 

Many digitizing difficulties arise because digitiz- 
ing is an operator-intensive function. It requires the 
user to perform a mechanical control function at t he 
digitizer and maintain control of the computer system 
at the same time, without removing attention from the 
digitizing unit. 

The primary problem of digitizing is user fatigue. 
The process of spending hours bending over the digi- 
tizing surface accurately positioning the cursor can 
cause severe problems in operator attention and 
fatigue. The new HP 9874A digitizer incorporates 
several features that help reduce these problems. 

A major feature is the tiltable platen. By allowing 
the operator to position the platen anywhere between 
17 degrees and vertical, a significant comfort factor can 
be achieved that would not be possible on other digi- 
tizers without special props or mechanical supports, 

A second significant feature is the design of the 
cursor, which incorporates several enhancements 
that help reduce operator fatigue and reduce error in 
the digitizing process. The first is an operator con- 
trolled vacuum system that allows the operator to 
cease digitizing and lock the cursor to the platen 
while answering the phone, checking progress, or 
simply resting arms and eyes for a while. Another 
enhancement is the design of the crosshair. The usual 
digitizer crosshair consists of intersecting lines of 
approximately 250-micrometre width (see Fig. 2a). 
With the resolution and accuracy of the 9874A (25 
micrometres and ±125 micrometres respectively) 



Fig. 1. Model 9874 A is an ad- 
vanced microprocessor-con- 
trolled digitizer thai provides 
25-fjw resolution and =125-fim 
accuracy. Its adjustable glass pla- 
ten accommodates a variety of 
media The keypad helps the 
operator contiol the digitizer: 
computer system. 

crosshairs of this design would entirely cover the 
accuracy window. The 9874A crosshair provides a 
doughnut target of 375-micrometre outside diameter 
with a center hole of 250-micrometre diameter (Fig. 
2b). Tests have demonstrated that an operator can 
repealably position this crosshair design within 50 
micrometres of the known position. Thus the dig- 
itizer can be used up to its full specified accuracy 
limits. 

A third feature of the cursor is the fact that the 
crosshairs are edge lighted for greater visibility. This 
can be of significant value when digitizing docu- 
ments with a dark background, or in which there are 
multicolored lines and high-density information. In- 
creasing the visibility of the crosshairs reduces 
operator eye fatigue and increases the accuracy of the 
positioning process. 

The second major problem faced by a digitizer user 
is that of controlling the computer system. Since the 
user is stationed at the digitizer, it is inconvenient to 
move to or reach the computer keyboard to enter 
numeric parameters, see cues, or change program 
modes or functions. This can be especially inconve- 
nient in situations where significant interaction or 
frequent mode changes are required. The 9874A 
makes a significant contribution to user control of the 
digitizer/computer system by using a work station 
concept, in which control of the entire computer sys- 
tem is available from the digitizer. Thus the problem 
of the user's transferring attention from the digitizer 
to the computer is alleviated. The work station con- 
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Cursor Technology 

by Henry T. Hetzel 

In the new Model 9874A Digitizer, the cursor acts as Ihe 
second plate ot a capacilor lormea between the platen traces 
and the cursor pickup The simplest type ot cursor pickup is an 
open plate, as shown in Fig 1a This design has certain draw- 
backs, the primary drawback being sensitivity lo stray electrical 
fields from outside sources These siray fields can cause severe 
errors in the digitized data 

To eliminate this problem m the 9874A, an aperture technique 
for capacitive pickup was developed In the aperture technique 
an electrically grounded Hal conductive sheet with a hole In il 
defines !he area from which eieclnc tields are allowed lo pass to 
the collecting, or pickup plate. The top of ihe pickup plate is also 
protected by a solid grounded sheet (see Fig 1b) 

This scheme is incorporated mio Ihe glass viewing area of the 
9874A cursor What appears to be a single layer ot transparent 
glass is actually a composite of ihree layers of glass bound 
together with optical cement Each layer is coated on its top 
surface with a thin film ol transparent indium oxide, which is 
electrically conductive Crosshairs are etched into the bottom 
surface of the bottom layer and filled with orange epoxy paint 
An 1 8-mm-diameter hole is etched through the indium oxide film 
on the top surface of this same layer of glass This aperture hole 
is concentric with the crosshairs within 12 micrometres The 
indium oxide layer on the lop of Ihe middle layer is the signal 
collecting plaie. and is shielded from above by a grounded 
indium oxide film on the top layer ol glass. These ihree layers are 
ihen cemented together into a single unit (Fig 2) Electrical 
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Fig. 1. Open plale pickup design (A) is sensitive lo stray 
fields. 9B74A cursor (B) uses an enclosed plate with an aper- 
ture. 



connections to the layers are made al their edges inside the 
doughnut-shaped body of the cursor 

Since bolh ihe lop and bottom layers are grounded, signal 
fields entering ihe hole in the bottom indium oxide layer are well 
protected Irom external influences, such as the operator's 
hands, whicn could distort the field or inject spurious signals. 

Transparent indium oxide films were necessary to keep the 
cursor viewing area open An allernafive would have been to 
use a large signal collecting ring near the circumference of the 
cursor This would have allowed unobstructed viewing without 
the need for transparent films, but because the entire ring would 
have been required to stay withm the active area ot ihe platen, 
Ihe digitizing area would have had to be reduced by a large 
border corresponding to the ring s radius 

Another feature of this cursor construction is the accuracy 
with which the hole defining the signal area is aligned to the 
crosshairs A standard photolithographic process is used to 
etch the indium oxide, but the critical step of masking the hole 
onto the photoresist-covered part is done on a precision spindle 
that rotates Ihe work under a high-power microscope Adjust- 
ments are made to center the crosshairs and the mask on ihe 
axis of rotation The procedure eliminates parallax in ihe align- 
ing process, which could otherwise have developed through [he 
glass thickness Once etched into the indium oxide, the hole is 
permanently lixed relative to the crosshairs because they are 
both on the same piece of glass Thus Ihe accuracy of the cursor 
cannot be changed through mishandling, short of destruction of 
the cursor lens 
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Fig. 2. 9874A cursor consists ot three layers ot glass with 
conductive indium oxide layers tor the pickup plate and shield 



cept is implemented by means of a multipurpose 
keypad and display on the right side of the 9874A. 
This keypad allows the user to select the digitizer 
mode and enter numeric: data, and provides for feed- 
back via the computer-controlled display functions, 
I'ser control of the computer is facilitated by the spe- 
cial function keys, which can be programmed to pro- 
vide a high degree of interaction between the user and 



the computer. 

Another digitizing problem is media compatibility. 
Digitizing media come in all shapes, sizes, and types, 
from maps to strip charts to photographs to 35-mm 
slides. The 9H74A provides maximum built-in flexi- 
bility to allow the user to interface simply to various 
media. The adjustable working surface is ideal for flat 
documents. An optional strip chart box and a slot 
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(a) (b) 



Fig. 2. Old digitizer crosshair design fal, with intersecting 
lines -250 fim wide, would cover the entire accuracy window 
ol the new 9874 A Digitizer New 9874A crosshair design lb) 
provides a doughnut target with a 250- /j/n center hole 

under the keypad can be used for very long strip 
charts. The EXTEND mode allows very large docu- 
ments to be moved across the platen while maintain- 
ing the coordinates established on the document. The 
glass platen allows the digitizing of projected trans- 
parencies directly, and the user can set up a lamp 
behind the platen to digitize documents requiring 
backlighting, such as x-rays. 

To prov ide feedback to the user about present posi- 
tion, mode of operation, error conditions, and com- 
mands for user operations, the 9874A has multiple 
feedback modes. These improve the user's efficiency 
by more lightly closing the loop between the user and 
the computer. The programmable display can pro- 
Vide positional feedback, numeric cues, and a limited 
alpha capability. A more significant feedback mode is 
achieved with a variable frequency tone that can be 
programmed to provide many types of information. 
Some examples are: various tones to specify which 
point in a sequence the user has digitized, tones with 
frequency proportional to distance to guide the user 
to a point or line on the digitizing surface, multiple- 
frequency error tones to signal various error condi- 
tions of greater and lesser importance, and different 
tones for cueing various tasks. Since the user's atten- 
tion is normally focused on the digitizer surface, this 
feature can be very valuable, in that the user can be 
provided feedback or instructions without removing 
visual attention from the document surface. This re- 
duces fatigue and increases operator efficiency. 

Hardware Design 

It look a significant technology effort to develop the 
0874A lo meet the stringent accuracy and environ- 
mental specifications. This effort centered on three 



major areas: the digitizing technique, the platen con- 
struction, and the cursor construction. 

For the digitizing technique there were four major 
design goals: achieve the required resolution and ac- 
curacy, minimize environmental effects, minimize 
the complexity of the platen construction, and pro- 
vide an absolute coordinate system, a system in 
which the cursor can be removed from the platen and 
still know its position relative to the origin when it is 
replaced. 

The first decision was to use a capacitively coupled 
or electrostatic drive technique. The platen contains a 
grid of closely spaced horizontal and vertical conduc- 
tive traces. These are driven with a voltage signal, and 
this signal is coupled from the platen traces to the 
cursor pickup by a small equivalent capacitor formed 
between the trace and the pickup disc (Fig. 3). The 
pickup from each trace is related to the effective 
capacitance between the trace of interest and the 
pickup plate within the cursor. This capacitance is a 
function of the distance from the cursor to the trace. 
Thus traces close to the cursor have relatively large 
coupling capacitances while traces farther away have 
lower coupling capacitances. If the cursor pickup is 
terminated in a capacitive load and a high-input im- 
pedance amplifier, a weighted sum of the drive sig- 
nals from the various traces can be obtained (Fig. 4). If 

C|. is the load capacitance and if C L >>C|, C 2 C^, 

this sum can be computed as: 

V 0 -[(C 1 /C L )V 1 + (C 2 /C L )V 2 + ... + (C N /C l ,)V N ] (II 

This can be reduced to: 

V 0 ~[C,V,+C 2 V 2 + ... + C N V N j/C, (2| 

Equation 2 shows that the cursor voltage resulting 
from a particular trace is directly proportional to both 
the drive voltage and the coupling capacitance be- 
tween the cursor and that trace. Thus the total resul- 
tant output voltage is a weighted sum of the various 
trace drive voltages based on the distance from the 
cursor to the individual traces. 
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Fig. 3. 9874A platen contains closely spaced traces driven 
by a voltage signal Trace signals are coupled to the cursor 
pickup by the trace to-picKup capacitances 
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Glass Platen Technology 

by Lawrence E. Brown 



The glass platen of the 9874A Digitizer needs low-resistance, 
accurately positioned, environmentally stable X and Y circuit 
patterns to perform the digitizing function The platen must also 
provide the user with a usable working surface, the ability 10 
reai-projecl high-resolution images, and a delineation of the 
active digitizing area, all within a safe, reliable package 

To atfam these objectives, glass was chosen as the substrate 
material Two mirror-quality glass plates, called "lites", are used 
m the platen The lites are specially ground, patterned, and 
laminated together to form the platen (see Fig 1) 

The top lite is lapped with an aluminum oxiae paste on the 
upper surlace This frosted finish provides a sharp focal plane 
for rear-proiected images 

Using special HP-developed tooling, a numerically controlled 
mill grinds the active area delineators in the lapped surfaces 
and the outside edges of the top and bottom lites The machine 
produces smooth edges for safe handling and tightly controlled 
dimensions for accurate circuit pattern positioning The ground 
lites are throughly washed and treated with an ammonium bi- 
fluonde solution to complete their preparation for Ihe circuit 
patterns 

The production of the grid lines on each lite is a proprietary 
photolithography process Three material layers are succes- 
sively laminated to the circuit side of each prepared lite These 



This Grid Is on Ihe 
Upper Side of Ihe 
Bottom Plate ot Glass 




in order, are photosensitive adhesive, treated copper foil, and 
photosensitive film The upper layer ol photosensitive dim is 
positively imaged using standard photoetch techniques and 
glass artwork masters to insure accurate grid lines, exposing 
the copper foil layer beneath Using the now imaged top film 
layer as a resist the copper layer is then etched away exposing 
the photosensitive adhesive The adhesive layer is then etched 
with the copper foil acting as a resist This leaves a full pattern of 
three-layer grid lines As a final step, the photosensitive adhe- 
sive layer, up to now unpoiymenzed, is exposed through the 
glass to be transformed into a hard polymer that permanently 
secures the foil to the glass The grid lines have superior electri- 
cal resistance values similar to normal printed circuit traces 

The top film layer is removed only at the ribbon connector 
pads, and ribbon connectors are soldered to each lite An X and 
Y pair of lites complete with ribbon connectors, is tested electri- 
cally and then laminated together with transparent polyvinyl 
butyral resin used to make auto windshields, as the center 
adhesive layer This lamination step seals all the circuitry in the 
vinyl resin and creates a satety-glass platen 

Aesthete embellishment is the final step in the platen pro- 
cess Epoxy inks are screened on both lites to produce borders 
that mask, the ribbon connector joints from the user 
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Fig. 1. 9874 A platen consists ot 
two mirror quality glass plates 
(Ittes) that are ground, patterned 
and laminated together 
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the physical resolution ot the system by the ratio of 
the spatial wavelengths of the two waveforms. For 
example, if Ihe waveform that covers the surface has a 
wavelength of 430 mm, and the compressed 
waveform has a wavelength of 86 mm. the physical 
resolution of the compressed drive becomes 

R = (80 mm/430 mm)(0.1i94 mm) = 23.89 /xm. 

This does present an ambiguity problem, in that com- 



pressing the waveform creates several positions on 
the platen where the measured phase is the same. 
This is resolved by driving the platen sequentially 
with both the fuli-platen-width wave, called the 
coarse wave, to establish the gross position of the 
cursor on the platen, and then with the compressed 
wave, called the fine wave, to provide the ultimate 
positional resolution. 

This technique of coarse, fine, and reference mea- 
surements results in a system that provides absolute 
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coordinates (the ability to lift the cursor and replace it 
without losing the origin), excellent environmental 
stability, and flexibility for later variations in platen 
format. 

System Organization 

Fig. 8 is a block diagram of the 9874A digitizing 
electronics. The shift registers are controlled by an 
interface unit that transforms commands from the 
internal processor into the correct drive waveforms 
for the drive mode selected. The cursor waveform is 
filtered and sent through the zero-crossing detector 
and on into the phase counter, which provides a digi- 
tal word to the processor representing the phase dif- 
ference between the leading edge of the first-trace 
reference signal and the processed cursor signal. The 
processor performs the algorithms required to se- 
quence the digitizing process, interface to the other 
electronics (keypad, display, beeper, etc.). and com- 
municate with the host computer. 

Operation of the stylus, an alternative pickup de- 
vice, is identical to that of the cursor. The tip of the 
pen cartridge, which extends beyond the stylus bar- 
rel, is used as the electrical pickup, equivalent to the 
pickup disc of the cursor. The waves are sensed and 
processed in the same way as the cursor, except that 
the equivalent pickup area of the stylus is much 
smaller than that of the cursor, so the signal strengths 
are greatly reduced. This increases noise effects in the 
resulting data, and parasitic media effects (see Inher- 
ent Problems of Digitizing, page 12) have a propor- 
tionally greater impact on the system accuracy. 

Microprocessor Power 

The digitizing technique and all of the user features 
were designed around the fact that a microprocessor 
would be used to make the 9874A a smart peripheral. 
The digitizing technique makes a single-axis position 



Fig. 8. Moaei 9B74A Digitizer 
block diagram Shift registers pro- 
duce the sequential platen drive 
signals 

measurement that requires three distinct steps to ob- 
tain the final coordinate position. The power of the 
processor is used to perform these measurements for 
both the X and Y axes, and to minimize complications 
caused by this sequential measurement. The sequen- 
tial technique significantly lowers the hardware cost 
of the system. However, measurement error is intro- 
duced if the cursor is moving during a measurement 
(Fig. 9a). This error is minimized by setting up the 
software to make the time difference between the 
X-fine measurement and the Y-fine measurement a 
minimum, since the X-fine and Y-fine measurements 
actually establish the system measurement perfor- 
mance. The software cycle for a full X and Y mea- 
surement is as follows: 

X-coarse 

X-reference 

X-fine 

Y-fine 

Y-reference 

Y-coarse. 

Thus minimum time is spent between the X-fine and 
Y-fine measurements, and the appropriate reference 
measurement is made adjacent to each axis' coarse 
and fine measurements. 

This technique minimizes cursor movement error, 
but there is still an error component present. The 
solution is to have the software compute the velocity 
ol the cursor and offset the measurement to correct for 
the error caused by that velocity. The hardware mea- 
sures the time between the previous point and the 
present point, t,. and the time, from the measure- 
ment of the present Y coordinate, Y 2 . to the present X 
coordinate. X^ (Fig. 9b). By establishing the Y 2 co- 
ordinate as the reference to which the X-, coordinate 
will be transformed we need only compute the 
X velocity to determine how much to shift the Xj 
point to correct for the cursor motion. The X velocity 
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Fig. 9. 7b compensate tor cursor movement during a mea- 
surement, the microprocessor computes the cursor velocity 
and oltsets the measurement accordingly 

can be computed from the change in the X 
coordinate since the last X measurement, and from 
the time between measurements. The correction can 
be computed from the X velocity and the time from 
the X coordinate measurement to the Y coordinate 
measurement. Thus the X correction is found to be: 

JWtton = (X 2 -X,)(tA) m 
and the corrected point P 3 is: 

P 2 = |(X 2 + X co[rection ). Y.J. (4) 

This is only a first-order correction, that is. the correc- 
tion will not be valid during acceleration. It has been 
found that when an operator is attempting to follow a 
line accurately by hand the acceleration and velocity 
levels are low enough that this correction factor pro- 
duces an overall system error well below the position 
errors introduced by the operator in the digitizing 
process. 

Another significant contribution of the processor is 
averaging ot the signals during the digitizing process. 
This averaging takes place during each drive mode, 
that is. in the X-fine mode, many X-fine measure- 
ments are made before the mode is changed to Y-fine. 



In the 9874A each coordinate returned to the user is 
an average of 80 individual measurements. This re- 
duces noise in the measurement process without a 
corresponding increase in hardware complexity. 

Accuracy Results 

The accuracy specification of the 9874A is ±125 
micrometres over the platen surface. This is a 
composite that includes the accuracy of the drive 
system, the platen, and the cursor. Our tests of actual 
production machines show that typical accuracy in 
production units is running between :nB2.5 mi- 
crometres and ±75 micrometres (see box. page 11). 
Final tests are set to a limit of ±75 micrometres to 
assure the user that the system will indeed meet the 
specifications of ±125 micrometres. Fig. 10 shows a 
typical accuracy plot of a production digitizer at 25°C 
and 50% relative humidity. 

Software Enhancements Aid User 

Another real contribution of a smart peripheral is 
its ability to aid the user in solving problems that are 
specific to that type of peripheral. The 9874A lakes 
lull advantage of the available processing power to 
provide simple solutions to several problems that can 
impact digitizer users. 

The first of these problems is the alignment of the 
axes of the user's source document to the coordinate 
axes of the digitizer. In the past this has required 
either a long setup process or the generation of a 
computer program to transform the coordinates re- 
turned by the digitizer into the user's system. The 
9874A performs these calculations internally. The 
user merely places the document on the platen, press- 
es the AXIS ALIGN key. and digitizes the origin of the 
document coordinate system and a point lying on the 
X axis of the document. The internal processor then 
computes the transform matrix to go from the dig- 
itizer coordinate system to the user's coordinate sys- 
tem. All digitized points are then processed through 
that transform before being sent to the computer so 
that all points come to the computer in the user's 
coordinate system. 

Another problem the user may encounter is a 
document too large for the platen of the 9874 A. In this 
case the user can press the EXTEND button on the 
9874A. and then digitize two points on the document 
that lie on the digitizer platen. The user may then 
move the document to any other position, including 
translation and rotation, as long as the two previously 
digitized points are on the platen after the motion is 
completed. The user then redigitizes the two refer- 
ence points in the same order as they were initially 
digitized, and the processor calculates a new trans- 
form matrix that includes both the initial AXIS ALIGN 
and the later translation and rotation of the document, 
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Fig. 10. Typical production oig- 
iVzer accuracy plot Maximum ac- 
ceptable error is -75 pin. assur- 
ing that the accuracy specitication 
ol -125 \im is met 



Points digitized on the document in its new position 
on the platen are then automatically referenced to the 
user's coordinate system. 

Digitizing is frequently done in a continuous mode, 
in which the user traces (he line of interest and points 
are sent from the digitizer at a preset rate. In a real 
digitizing process, the user typically wants to select a 
new point a certain distance from the last point rather 
than a certain time after the last point. The 9874A 
provides the user with a choice of parameters, either 
time from the last point, or the vector distance from 
the last point to the next point. Both parameters may 



be specified by the user, with time variable from 20 
ms lo 32.000 ms in 1-ms steps, and distance variable 
from 100 micrometres to 514 mm in 100-micrometre 
steps. This eliminates the generation of a multitude of 
unwanted coordinates, and more closely ties the op- 
eration of the system to the user's desired result. 

Another software enhancement for the user is the 
ability of the 9874A to understand a high-level 
graphics language on the HP-IB (IEEE 488). This pro- 
vides the user with very flexible high-level com- 
mands to perform functions such as computer setup 
of the digitizer configuration, interrupt of the 



Accuracy Testing 



The 9874A Digitizer undergoes several levels ot accuracy 
lestmg before being shipped The first level of testing is at the 
assembled printed circuit board level. At this level all of the PC 
boards that impact system accuracy (including the platen drive 
boards, the (liter board, and the phase counter board) undergo 
rigorous testing thai guarantees that their operation will be 
within the limits required to provide the specilied accuracy The 
platen also undergoes electrical testing that ensures that each 
trace is electrically continuous 

When a digitizer has been assembled, another level of testing 
takes place. Four functional tests are run on each machine to 
ensure its operation withm the specified limits First, a repeata- 
bility test is run to ensure that the system noise is within the 
specified bounds Next an axis skew setup procedure is run. 
200 points are taken in a straight line along both axes. These 
points are fit to a straight line equation and the equations for 
each axis are compared to generate a correction for the skew, or 
lack of perpendicularity, between the two axes This correction 
factor is set on the processor board and the test is repeated at a 
different platen location to verify that the correction is within the 
specified bounds This correction sets the equivalent angle 
between the digitizer axes to within -0 006 degrees The next 
test is an absolute distance test An F-shaped bar is used; the 
distance between the intersection points is approximately 250 
mm and the actual distance between points is known within 2 5 
micrometres Ten point pans are taken on each diagonal of the 
platen These point pairs must be within - 75 micrometres of the 



known length of the bar to pass the test This establishes that 
there is no scale error on the platen surface. The final test run on 
each machine is a pomt-by-pomt accuracy test in which 250 
points are taken along a diagonal using a straightedge known to 
be straight within 5 0 micrometres. A best-fit straight-line ap- 
proximation is then calculated based on the measured points. 
The data points are then compared to this straight-line equation 
and all must fall within & 75 micrometres of the calculated posi- 
tion This test uses the previously established fact of correct 
scale across the platen to test the accuracy of one axis against 
another Given the previous testing undergone by the subsys- 
tems, the likelihood of both axes having errors that offset and 
allow a bad unit lo pass this (est is negligible 

These system tests give a high degree ol confidence that 
each 9874A shipped falls well within the specifications shown on 
Ihe data sheet As a second conlidence check, random units 
are pulled from the production line at intervals that are statisti- 
cally determined to give an acceptable confidence level for the 
sample size These units are run through a full accuracy test in 
which the cursor is positioned on the platen at 200 to 300 points 
using a machine that provides the location with respect to the 
given origin to within ±5 0 micrometres The typical machine run 
through this test is achieving accuracies of ±62 5 micrometres 
with the worst-case machine achieving ±75 micrometres accu- 
racy We are thus assured that the production process is re- 
peatably producing machines that provide the user with the 
specified accuracy. 
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computer on specified conditions, interaction with 
the display and keypad, and error recognition. This is 
the same language used by many HP computers, in- 
cluding the 9825A, the 9835A/B, the 9845A. and the 
HP 1000. and by the 2647A intelligent graphics ter- 
minal, to communicate with graphics peripherals. 
This means that many of the BASIC and HPL lan- 
guage commands included in these machines for 
graphics are compatible with the 9874 A Digitizer. 
These include commands for scaling to user units, 
setting windows on the available active area of the 
digitizer, and the function of digitizing itself. 

Inherent Problems of Digitizing 

The 9874A Digitizer provides a highly accurate, 
stable digitizing unit with powerful features to allow 
the user to solve digitizing problems rapidly. How- 
ever, there are inherent problems that affect the over- 
all accuracy of the system but are beyond the capabil- 
ity of the digitizer to solve. The first is media com- 
patibility. Since the 9874A Digitizer works on a 
capacitive technique, materials placed between the 
cursor and the platen that act to modify the electric 
field established by the platen traces may cause errors 
in the position measured by the cursor. These media 
fall into two Categories: conductive media and media 
with dielectric constant variations. Conductive 
media can significantly alter the position measured 
by the cursor, and digitizing of conductive material 
such as metal sheets will not work. Also included in 
the category of conductive media are nonconductive 
materials with moderately conductive surface effects. 
This category includes paper with graphite pencil 
markings. These markings can range from high im- 
pedance to fairly low impedance, depending upon 
the hardness of the graphite lead, the width of the 
line, the length of the line, and the area covered. Tests 
have shown that a normal-weight line using an II 
pencil lead can cause up to 250 micrometres of error 
on the digitized point. This effect is accentuated with 
the stylus because of its significantly reduced pickup 
dimensions. We recommend that the stylus not be 
used with documents drawn with graphite lead pen- 
cil. Also in this category is a document with surface 
conductivity caused by moisture and humidity. Mois- 
ture and humidity can cause a significant reduction 
in the sheet resistivity of the surface of materials such 
as paper. The complete operating specifications pro- 
vided in the 9874A manual are designed to take into 
account typical media conductivity increases in 
humid environments. If the digitizer is to be used in 
humid environments these specifications should be 
closely analyzed to establish the actual operating 
specifications that will be encountered by the user. 

Besides being nonconductive. media being dig- 
itized must also have a homogeneous dielectric con- 



stant. This is the constant that determines the 
strength of the electric field at the cursor that results 
from the drive of one line. In effect, it acts to modify 
the effective coupling capacitance between the cursor 
and the line of interest. As we can see from equation 2. 
if the equivalent coupling capacitances from the vari- 
ous lines are not dependent solely on the distance 
from the platen line to the cursor, but also depend on 
the variations of dielectric constant of the media 
across the platen surface, then the pickup wave will 
also be affected by this variation, and the positional 
output may be affected. In normal operation, single 
sheets of paper or other material are usually well 
Within the bounds of the required homogeneity. 
However, thick pads of paper or paper with different 
material on its surface (such as a piece of paper with a 
strip of adhesive tape on the surface) can cause posi- 
tional errors of up to 125 micrometres. 

Even more significant than the electrical properties 
of the material are limitations imposed by the docu- 
ment material, which can range from paper to mylar 
to 35-mm slides. Documents all have one general 
characteristic: they are sensitive to variations in 
temperature, humidity, and aging. In fact, this sen- 
sitivity may not be homogeneous over the surface of 
the material, especially in cases where a specific grain 
direction exists. Variations of this type can range up 
to several percent for certain types of paper. Thus a 
variation of over 1.25 mm can be seen for slight varia- 
tions around standard room temperature and humid- 
ity. Another significant effect is dimensional varia- 
tions caused by bending or folding of the source 
document. Even for mylar, the variation from a 90° 
bend of small radius (2.5 mm or less) can be as much 
as 100 to 150 micrometres. 
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Hichard M. Kemp/in 
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and Larry W. Hennessee 
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and Capability. Roy E. Martin 

November 1977 

Expanding Synthesized Signal Generation to the Microwave 

Range, lames L. Thornason 
Frequency Synthesis In a Microwave Signal Generator. Kenneth 

L. Astrof 

Signal Generator Features for a Microwave Synthesizer, Bradley 
C. Stribling 

Personal Calculator Algorithms III: Inverse Trigonometric Func- 
tions. William E. Egbert 
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DeWeese and Thomas R. LigOn 
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Peter D. Dickinson 
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Michael B. Raynham 
Firmware Control of a Microprocessor-Based Graphics Terminal. 

/ohn J. Moyer 
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Roger P. Oblad. and /ohn T. Ban 

February 1978 
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A. Haag 
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Jr.. and William D. Martin 
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Charles T. Small und Alan /. DeVilbiss 
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Sch wager 
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Louis T. Schulfe 
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William E. Egbert 
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July 1978 

An Intelligent Peripheral for Measurement and Control. Boy H. 
Brubaker. Jr. 

Measurement and Control Processor Monitors HP Facility. 
Robert B. Grady 

Firmware Intelligence for Measurement and Control Processing. 

Donald E. K/oiss 
Analog Input Card Calibration. Vincent J. Dauciunos 
PHI. the HP-IB Interface Chip. /ohn W Figueroo 
An Easy-to-Use Data Capture Terminal for Industrial Operations. 

facques A. Ripert. Daniel C. Berfiiier. and Michel E. Bernard 

August 1978 

Universal Counter Resolves Picoseconds in Time Interval Measure- 
ments. David C. Chu. Mark S. Alien, and Allen S. Foster 
The Triggered Phase-Locked Oscillator. David C. Chu 
Time Synthesizer Generates Precise Pulse Widths and Time Delays 
for Critical Timing Applications. Keith M. Ferguson and Leonard 
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cation Systems, Kevin J. Bradford 
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Prototyping and Debugging System Using a Desktop Computer 

September 1978 

A High-Resolution. Low-Frequency Spectrum Analyzer. Nikon A. 

Pendatgrass and John S. Parnboch 
Window Functions for Spectrum Analysis. Roger G. Cox 
Designing Programmable Digital Fillers for LSI Implementation. 

Lynn A. Schmidt 
Desktop Plotter/Printer Does Both Vector Graphic Plotting and 

Fast Text Printing. Ma/id A/.moon, laime H. Bohorquez, and 

Rick A. Warp 

Plotter/Printer Interface Languages: HP-GL and ASCII. Michael 
P. Trego 



October 1978 

Higher-Performance HP 1000 Computer Systems. Rodney K. 
/uncker 

RTE-IV: The Megaword-Array Operating System, Eugene /. Wong 

and C. Michael Manley 
F-Series Extends Computing Power of HP 1000 Computer Family. 

lulia A. Cates 

Microcoded Scientific Instruction Set Enhances Speed and 
Accuracy of F-Series (Computers. Charles R. Geber 

New Memory Systems for HP 1000 Computers. A Ian H. Christensen 
and David C. Saiomaki 

Multipoint Terminals for HP lOOti Systems. Denton B. Anderson, 
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November 1978 

Printer and Printing Terminal Gain Versatility and Mechanical 
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Managing Dot-Matrix Printing with a Microprocessor, /ohn /. 
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Easy-to-Use, High-Resolution Digitizer Increases Operator 

Efficiency. Frank P. Carau 
Cursor Technology. Henry T. Hetzel 
Glass Platen Technology. Lawrence E. Brown 
l-mHz-to-50-MHz Signal Source Combines Synthesizer 

Accuracy. Multimode Operation, and Easy Programming, 
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A Compact Logging Multimeter that Can Manipulate Data, /ohn 

E, Scruggs, Marsh L. Fnher, find David L. Wolpert 
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8508A 






to 1.5 GHz 




|une 


1978 


Digitally-controlled spectrum analyzer. 


3585A 






to 40 MHz 




Dec. 


1978 


Digitizer 


9874A 


Ma\ 


1978 


Displays, CRT. translator for 


13 50 A 


Mai 


1978 


Distributed systems 


IIP 1000 


Mar. 


1978 


Distributed systems 


IIP 3000 


Mar. 


1978 


Distributed systems network 








(computers) 




Oct. 


1978 


Dynamic mapping system 








E 




Sept. 


1977 


FCC monitor, portable, lor 


78333 A 






hostile environments 
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Sept. 


1977 


Electrosurgery interference 


78333A 


July 


1976 


Energy management 


2240A 


Get. 


1978 


Extended memory area (RTE-IV) 
c 


920B7A 


Ink 


I97fl 


r 

r 1 ft! 'i 1 1 1 if ninn i t nri (i 


93 4(1 A 


fir! 


I U7 7 
1 y / 1 


I dM 1 OUIier minsioriu ■ 1 . 1 d ! \ .'< I 


c j 9 r 1 A 


Sept. 


1978 


1 * \ ct I'niirifr 1 m flfl Innn In j snM '1 ri I in 
1 1 ! i IIJU1IL.1 ll(llir>lljllll III d | ■ ' i ■ i H ■ i 1 








d lid 1 yACr 




flH 


i y / o 


i dui i-Lui ii i ui iiienior\ 


II I 1 1 III 11 t 
til 1UUU 








l* -Series 


M 

Nov. 


1 (177 

i y / / 


l"U 

r iber-opt ic communications 




Or! 


1 Q77 
l:J// 


rmers, analog, r ui\k 






1 Q 7 H 


Filters, digital. LSI implementation 


'.i 582 A 


Oct . 


1 977 


Fi < 1 \ \ 1 1 i ■ 1 f~;i If 1 1 1 B 1 nr 


1 IF-92 


I ) ( t 


1 Q7R 


r iudi ui.. 1 1 < m 1 1 1 jjiut-cbaur 


I I P 1 I II H I 
111 I I il n I 








I* -Series 


3opi 


1 Q77 


M t ~\ 1 1 r ^f*f\ \ nr X m > r . \ t \ t t * j i ^ 

rlJUI-UUll)l A* I [JlUllclh 


7 "} '} 1 A 








tut 7'' A 


May 


1978 


Frequency conversion, harmonic 


5342A 






heterodyne 




Oct. 


1077 


Frequency-dependent negative 


5420A 






resistance (FDNR) 




Aug. 


1978 


Frequency measurements 


5370A 


May 


1978 


Frequency measurements, microwave 


5342A 


Nov. 


1977 


Frequency synthesizer, microwave 


8671A/72A 






G 




JMOV. 


1 C177 

i y / / 


i iciH.Ttiior, microwave signal 


OD/ Zrt 


UtL. 


1 07H 


i.itiiieidnjr, vvtiveiorm. i mn* io ;>u ivin/ 


(jll)jn 


oepi. 


1(1711 


Graphic plotter 1 printer 


7245A 


Apr. 


i y / o 


I'ronliici.. rDT 

urapniGS, L.K I 


98-1 5 A 


Sept. 


1977 


Graphics Language. HP-GI. 




Sept. 


1978 


Graphics language. HP-GL 




Nov. 


197B 


Graphics printers, dot-matrix 


2bl)8A 










Ian. 


1978 


Graphics terminal, CRT 


2ti48A 


Apr. 


1978 


Graphics, thermal-printer 


984 5 A 


May 


1978 


Graphics translator for CRTs 


1350A 






H 




3 


1 Q7R 
l .'/ o 


1 luriiiiitiif* licit ui*<if 1 1 ' ?• n InxinQTi ii' 

i id 1 1 hum ic 1 1 buu uu v lie iiet^ueui.y 


'> A 






I.UUVfcM OIUI1 




May 


1978 


Harmonic number determination 


5342A 


Mar. 


1978 


HP-DSN 




Sepl. 


1978 


HP-GL graphics language 


— 


July 


1978 


HP-IB interface chip (PHI) 




July 


1978 


HP-MCl., measurement ami 


2240A 






control language 




Oct. 


1977 


Histogram measurements 


5420A 


Oct. 


1977 


1 

Interest calculations 


HP-92 


May 


1978 


Interlace, computer to CRT 


13S0A 


Sept. 


1977 


Interference caused bv electrosurgerv 


7833.1A 


Oct. 


1977 


Internal rate of return (IRK) 


HP-92 


MrtTi 
:\0\ . 


1 977 


Inverse trig-l unction algorithms 








J 
K 








L 




Ink- 
Ill IV 


1 U7H 
la/ O 


1 rj ri/** r* *2 1 n t p t' i i i t ■ ■ . i 4 ' i 
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t Q77 
1 »/ / 
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luly 


1 978 


I iinunnup tnp.iciirnninnl ann 








rnntml (MP-VfPl 1 




Ort 


1 Q7H 

iy/ o 


Large program capal)ilit\ r , RTK-IY 


92 (JO 7 1 ri 


Dec. 


1977 


LCR meter, automatic wide-range 


4262A 


Feb. 


1978 


Logic state analyzers 




Sept. 


1978 


Long-axis plotter 


7245A 


Oct. 


1977 


Low-frequency signal analysis 


5420A 


Sepl. 


1978 


Low-frequencv signal analvsis 


3582A 


Nov. 


1977 


LSI circuits. NMOS II 





M 



lulv 


1978 


Measurement and control language 


2240A 






(HP-MCI.) 




lulv 

1 .* 


1978 


Measurement and control nrnrpssor 


2240A 


Oct. 


1978 


Meinorv svstems 

»T4^.mm*w*w J twill tm 


1 IP 1 onn 

III 1 uuu 








("'-Series 


Nov, 


1977 


Microprocessor, NMOS II 




Aug. 


1978 


Microprocessor prototyping system 




Sept. 


1977 


Microstep control system 


7221A 








9872A 


May 


1978 


Microwave counter 


5342A 


Nov. 


1977 


Microwave signal generator 


8672A 


Sept. 


1977 


Multicolor X-Y plotters 


7221A 








9872A 


Dec, 


1978 


Multimeter. 4','2-digit. logging 


3467A 


Oct. 


1978 


Multipoint terminals for HP 101)1) 


12790A 






computer systems 




Oct. 


1978 


Mother partitions, in RTE-IV 


920G7A 






N 




Mar. 


1978 


Networks, computer 




Nov. 


1977 


NMOS II LSI circuits 


— 






0 




UCl. 


1 978 


Operating system. Rlh-IV. tor 


'I'll!,- \ 






lilt ■ ■ 1 , 1 l L 

I IF 1000 systems 




Aug. 


1978 


Oscillator, triggered phase-locked 




Dec. 


1977 


Oscilloscope, delta-time with counter 


1743 A 






p 




Sept. 


1978 


Pniipr (Irivn iii d i reel ifiriM 1 


7245A 


Sept. 


1 977 


Pfl t it-« 11 1 ttnin itfirinD nrwtile 
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7R3TM A 
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'\uy 


1978 


Ppriod opneratnr 


5359A 


Aug 


1978 


Period measure 111 ents 


537UA 


luly 


1978 


PHI 1 HP-IB interface cIiIdI 

• 111 |l 1 1 » *V MUl'IIUVV ^-.'1. VS J 




Sept. 


1978 


PlnMer'nrintpr 


7245A 


Sept. 


1977 


Plotters. X-Y, four-color 


7221 A 








9872A 


Nov. 


1978 


Print©**, 400 lines per minute. 


2608A 






dot-matrix 




Nov. 


1978 


Printer 18fl chririii'ter*; tier •iPftind 


'.'h't 1 Atfl 






dot - nirt t ri\ 




Sepl. 


1978 


Printer''nlottpr 


724 5A 


Apr. 


1978 


Printer thermal lor 9845A 

• ..ill'.. ■ t \J m 1 W * Kr i ■ 


9845A 


Nov. 


1978 


Printing terminal 


2635A/39A 


Sept. 


1978 


Printhead, thin-film thermal 


7245A 


lulv 


1978 


Process control 


2240A 


Mar. 


1978 


Program-to-program communication 


HP inno 








HP 3000 








2026 


Mar. 


1978 


Project Prelude 


— 


Nov. 


1977 


Pulse modulator, microwave 


1 1720A 


Aug. 


1978 


r» 1 * 1 . 1 ill • 

Pulse width and delay generalor 


S358A 






Q 








D 
n 




|an . 


1978 


Raster scan pranliii^ 


2648A 


Apr. 


1978 


Raster scan graphics 


984 S A 


lulv 


1978 


Reader, card, multifunction 


307UU 


Oct. 


1978 


Real-time executive system (RTE-1VI 


92067A 


Sept. 


1977 


Recorders. X-Y. four color 


7221 A 








9B72A 


Mar. 


1978 


Remote command processing 


HP 1000 








HP 3000 


Mar. 


1978 


Remote data base access 


HP 3000 


Mar. 


1978 


Remote file access 


HP 1000 








HP 3000 


Mar. 


1978 


Remote job entry 


2028 






s 




Sept. 


1977 


Safely problems in battery-powered 


7S3J3A 






medical instruments 
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Mar. 


1978 


Satellite-linked computer networks 


— 


Oct. 


1978 


Scientific instruction set 


HP 1000 








F-Series 


Nov. 


1977 


Semiconductor processing. NMOS II 


— 


July 


1978 


Serial link, terminals for 


307OB 


Nov 


1977 


Signal generator, synthesized. 


8672A 






microwave 




Dec. 


1978 


Signal source, programmable. 


8 165 A 






1 mHz to 50 MHz 




Mav 


1978 


Signature analysis, application of 


5342A 


luly 


197H 


Silicon-on-sapphire (SOS) chip family 




Dec 


1978 


Source, signal, programmable 


8165A 






1 mHz to 50 MHz 




June 


1978 


Spectrum analyzer, 20 Hz to 40 MHz 


3585A 


June 


1978 


Spectrum analyzer. 100 Hz to 1.5 GHz 


8568A 


Sept. 


1978 


Spectrum analyzer. 0 to 25.5 kHz 


3582A 


Oct. 


1977 


Spectrum measurements 


5420 A 


Aug. 


1978 


Startable oscillator 


— 


Sept. 


1977 


Step motor control 


7221A 








9872A 


|an. 


1978 


Storage Normalizer 


8501 A 








8750A 


Mar. 


iy78 


Store and forward 


HP 1000 


Aug. 


1978 


Switch, RF for testing multiplexed 


3754A 
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Nov. 


1977 


Synthesizer, microwave 


867 1A 


Nov. 


1977 


Synthesized signal generator. 


8672A 






microwave 




Aug. 


1978 


Synthesizer. lime 


5359A 


Oct. 


1978 


Systems, RTE-based 


HP 1000 


Aug. 


1978 


T 

Telephone testing, switch for 


3754A 


Jan. 


1978 


Terminal. CRT. graphics 


264BA 



July 


1978 


Terminal, multipoint for industrial use 


3070B 


Nov. 


1978 


Terminal, printing 


2635AJ9 A 


June 


1978 


Test of a spectrum analyzer, automatic 


8568A 


Apr. 


1978 


Thermal page printer for 9845A 


984 5 A 


Sept. 


1978 


Thermal plottetfprinter 


7245A 


Aug 


1978 


Time interval counter 


3 J / W 


Aug 


1978 


Time svnthesizer 


5359A 


Dec. 


1977 


Timing measurements, delta-time 


1743A 






OScilloSCOOP 




Oct 


1977 


Transfer function measurements 


5420A 


Aug 


1978 


Triggered oscillator 




Nov 


1977 


Trigonometric function algorithms. 


— 






inverse 








u 




Aug. 


1978 


Universal time interval counter 


5370A 






V 




Oct. 


1977 


Vibration measurements 


5420A 






w 




Dec. 


1978 


Waveform generator, 1 mHz to 50 MHz 


8165A 


Sept. 


1978 


Window functions for spectrum 


3582A 






analysis 




Dec. 


1977 


Wrist instrument 


HP-01 






X 




Sept. 


1977 


X-Y plotters, four-color 


7221 A 






9872A 






Y 








Z 
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Model 


Instrument 


Month/Year 










RTF.-IV 


Operating System 


Oct. 


1978 


DS/3000 


Distributed .Systems.'300l) 


Mar. 


1978 


HP-01 


Wrisl Instrument 


Dec. 


1977 


3070B 


Terminal 


July 


1978 


IIP-92 


Printing Financial Calculator 


()< 1 


1977 


34H7A 


Logging Multimeter 


Dec, 


1978 


1000 


Computer Systems 


Oct. 


1978 


3S82A 


Spectrum Analyzer. .02 Hz lo 


Sept. 


1978 


DS/1000 


Distributed Systems' 1000 


Mar. 


1978 




25.5 kHz 






1000 F-Series 


Computers 


Oct. 


1978 


3585A 


Spectrum Analyzer. 20 Hz lo 


|une 


1978 


13 50 A 


Graphics Translator 


May 


1978 




40 MHz 


Aug. 




1602A 


Logic Stall? Analyzer 


Feb. 


1978 


3754A 


Access Switch 


1978 


IH10A 


Logic State Analyzer 


Feb. 


1978 


4262A 


LCR Meier, Automatic 


Dec. 


1977 


161 1A 


Logic State Analyzer 


Feb. 


1978 


5342A 


Microwave Frequency Counter 


May 


1978 


1615A 


Logic Analyzer 


Feb. 


1978 


5359A 


Time Synthesizer 


Aug. 


1978 


1743A 


Oscilloscope, 100 MHz, A lime 


Dec. 


1977 


5370A 


Universal 'Time Interval Counter 


Aug. 


1978 


2026 


Da t a En 1 ry /Co m m u n i cat i o n s 


Mar, 


1978 


5420A 


Digital Signal Analyzer 


Oct. 


1977 




System 






7221A 


X-Y Plotter 


Sept. 


1977 


2102E 


1 ligh-Perlormance Memory 


Oct. 


1978 


7245A 


Plotter/Printer 


Sept. 


1978 


21 0211 


High-Performance Fault-Control 


Oct. 


1978 


8 165 A 


Programmable Signal Source 


Dec. 


1978 




Memory 






850 1 A 


Storage Normalizer 


Ian. 


1978 


21 IIP 


IIP 1000 F-Series Computer 


Oct. 


1978 


8568A 


Spectrum Analyzer, 100 Hz 


June 


1978 


2117F 


HP 1000 F-Series Computer 


Oct. 


1978 




to 1.5 GHz 






2170A71A72A 


IIP 1000 Model 30 Computer 


Oct. 


1978 


8071A 


Synthesizer 


Nov. 


1977 




Systems 






8672A 


Synthesized Signal Generator 


Nov. 


1977 


2174A/B 


IIP 1000 Model 20 Computer 


Oct, 


1978 


8750A 


Storage Normalizer 


Jan. 


1978 




Systems 






984 5 A 


Desktop Computer Svstem 


Apr. 


1978 


2175A/B 


HP 1000 Model 25 Computer 


Oct. 


1978 


9H72A 


X-Y Plotter 


Sept. 


1977 




Systems 






9874A 


Digitizer 


Dec. 


1978 


2176A/B 


IIP 1000 Model 40 Computer 


Oct- 


1978 


11720A 


Pulse Modulator 


Nov. 


1977 




Systems 






12790A 


Multipoint Interface lor HP 1000 


Oct. 


1978 


2177A/B 


IIP 1000 Model 45 Computer 


Oct. 


1978 




Computers 








Systems 






32190A 


DS/3000 Software 


Mar. 


1978 


2240A 


Measurement and Control 


Julj 


1978 


7833.1A 


EGG Monitor. Portable 


Sept, 


1977 




Processor 




B1730A 


Multipoint Driver for HP 1000 


Oct. 


1978 


260HA 


Printer, 400 lines per minute 


Nov. 


1978 




Computers 






2631A/G 


Printer, 180 characters per secon 


d Nov. 


1978 


91740A/B 


DS/1000 Software 


Mar. 


1978 


2635A/39A 


Printing Terminal 


Nov. 


1978 


91741A 


DS/1000 Software 


Mar. 


1978 


264HA 


Graphics Terminal 


|an. 


1978 


92067A 


RTE-IV Operating Syslem 


Oct. 


1978 
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Allen, Mark S. 

Anderson. Denton B. 

Astrol. Kenneth L. 
Azmoon. Majid 

B 

Baily. Everett M. 
Bain, Mitchell B. 
Balazer. Leonard P. 
Barber. Vernon A. 
Barr, |ohn T. 
Bernard. Michel E. 
Bertliier. Daniel C. 
Blazek. Otakar 
Bohorquez, |aime II. 
Bologlu, Ali 
Bones. David A, 
Bower, Larry O. 
Bradford, Kevin ]. 
Brown, Lawrence E. 
Brubaker, Ray 1 1.. |r. 
Briinelli. Lawrence (!. 
Briinner. Peter 
Bollinger. Rex 



Carau. Frank P. 
Cates, Julia A. 
Chin, Robert 
Chrislensen, Alan II. 
Chu, David C. 
Chu, Frank R.F. 
Cox, Roger C 
Cozzens. Rav I. 



Daniels. Thomas 1 1. 
Dauciunas. Vincent |. 
DeVilbiss. Alan ). 
DeWeese, Joseph E. 



l-'abcr. Marsh L. 
I'aick. John 
I'arnbach. John S. 
Ferguson. Keith M. 
Figueroa, John W. 
Foster. Allen S. 



Aug. 


1 H7 H 

i y / o 


f3fltx1cA Rfin.ilil n 

KJ€Hf,T\t-, IMIIIdlli VJ . 


Sept. 


t *I77 




1 07 J* 


Hphpr Pli^rlp*; R 

VIC Y)\~ \ , V_ill<ll 1 C3 I\ . 


Oct. 


197H 


Nov. 


1 U77 


Vi I till V i ■ ■ 1 1 l ' 1 


JUlJ 


1 <I7H 




1 *l7fl 

Lcf/O 


( .rnrictci n >liprrv W 


Sept. 


1 977 








Ot:l. 


1Q77 






H 






Nov. 


1978 


1 laag, Cieorge A. 


Feb. 


III7H 


Oct. 


1978 


1 lasebe, Kunio 


May 


1978 


Sept. 


1977 


llaselbv, Robert D. 


Sept. 


1 977 


Mav 


197H 


Ileinsen. Edward A. 


Dec. 


1977 


Jan. 


197H 


Helmso, Bennie E. 


Dec. 


1977 


lulv 


1978 


Hennessee. Larry VV. 


Sept. 


1977 


Inly 


197H 


Hetzel. Henry T. 


Dec. 


197R 


)tin . 




Iloldaway. Steven N. 


|une 


197H 


Sept. 


1978 


Hornak. Tom 


Nov. 


1977 


May 


1978 


House. Chuck 


Feb. 


1978 


Sept. 


1977 


Hiiiunhervs M Dee 


June 


1 978 


June 


1978 








Aug. 


1978 


1 






Dec. 


1978 








luly 


1978 


Ignoffo. |ohn (s, |r. 


Nov. 


107R 


Sepl. 


1977 








Dec. 


1978 


J 






(tine 


1978 


lohnson. Clary W. 


Oct. 


197H 






luncker. Rodney K. 


Oct. 


197H 


Dec. 


1978 


K 







Oct, 197H 



Dec;. 
Oil. 



1977 
19711 



Aug. 1978 

Oct. 1977 

Sept. 1978 

Apr. 1978 



Sept. 1977 

lulv 1978 

Feb. 1978 

Nov. 1977 



Kanaluji. Keiki 
Kaplan. David S. 
Keith, |ohn C. 
Kemplin, Richard M. 
Kible, Dieter 
Klaiss. Donald E. 



Ligon, Thomas R. 
I.inkwitz. Siegfried 
Luque, Phillip R. 
Lynch, Ceorge W. 



II. 



Dec. 1977 

Mar. 1978 

Apr, 1978 

Sept. 1977 

Dec. 1978 

luly 1978 



Nov. 1977 

|une 1978 

Nov, 1978 

Sept. 1977 



Fatkay. lean-Pierre 
Patterson, Marvin L. 
Pendergrass, Nixon A 
Peregrino. Luiz 

Q 



Raynham. Michael B. 
Ripert, (acques A. 
Roos, Mark D. 



Sakakihara. Philip \1. 
Salomaki, David C. 
Schad. Tilman 
Scharrer. )ohn A. 
Schmidt. Lynn A. 
Schulte, Louis T. 
Sr.hwager, Andre O. 
Scruggs, John E, 
Sharrit. David D. 
Shalzer. Robert R. 
Small. Charles T. 
Snyder. David C. 
Sproviero. Michael ), 
Stribling, Bradley C. 



Temple, Robert 
Terry. F. Duncan 
Thomason, lames L. 
Thrash, Wallace T. 
Trego. Michael P. 
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V 



Vogen. Ansel K. 



w 



N 



Dec. 1978 

I une 1978 

Sept. 1978 

Aug 1978 

July 1978 

Aug. 1978 



Noering. Michael (. 
Nielsen, lohn R, 



o 



Oblad. Roger P. 
Ogden. Deborah |. 
Oliverio. Joseph P. 



|une 1978 
Mar, 1978 



Jan, 1978 
Feb. 1 97H 

Oct. 1977 



X 
Y 

Yokokawa. Masahim 



Zeller. Eugene R. 



Oct. 1977 

Sept. 1977 

Sept. 1978 

Mav 1978 



Jan. 
luly 
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Mar. 

Oct. 

Dec. 

Feb. 

Sept. 
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Dec. 

| une 
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Feb. 
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Nov. 



1978 
1978 
1978 
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1978 
1978 
1978 
1978 
1978 
1978 
1978 
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1978 
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1977 
1978 
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Nov. 1978 

Nov. 1977 

Nov. 1978 

Sept. 1978 



Apr. 1978 



Dickinson, Peter D, 
Dickstein, Leonard R. 
Donahue, Terry L. 


Jan. 

Aug. 

Oct. 


1978 
1978 
1977 


M 

Manlev, C. Michael 


Oct. 


1978 


Wade, Kenneth A. 
Walden, lack M. 
Warp, Rick A. 


Nov. 
Apr. 
Sept. 


1978 
1978 
1978 








Marion. Andre F. 


Dec. 


1977 


Wesllund, Ronald C. 


Dec. 


1977 


E 






Martin, Roy E. 


Oct. 


1977 


Wheelwright. I.vnn W. 


|une 


1978 








Martin. William D. 


Feb. 


1978 


Wickliff. Robert G.. |r, 


Feb. 


1978 


Eads, William D. 


Apr. 


1978 


Marzalek. Michael S, 


June 


1978 


Wiggers, Hans A.M. 


Oct. 


1977 


Edgerloy, Waller M.. |r, 


Oct. 


1977 


Mcllvanie. William A. 


Nov. 


1978 


Williams, Rita W. 


Mar. 


1978 


Egbert, Jacob H. 


Jan. 


1978 


McKinney. II. Webber 


Oct. 


1977 


Winterrowd. Douglas B. 


Nov. 


1978 


Egbert, William E, 


Nov. 


1977 


Molinari. David 11. 


June 


1978 


Wolpert. David L. 


Dim 


1978 




Apr. 


1978 


Mover, John |, 


Jan. 


1978 


Wung. Eugene |. 


Oct. 


1978 


Ellsworth. Arnot I., 


Ma\ 


1978 




Woodc hi k. Todil \l 


Nov. 
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Dec 1977 



Apr. 1978 
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1-mHz-to-50-MHz Signal Source Combines 
Synthesizer Accuracy, Multimode 
Operation, and Easy Programming 

Offering features not previously available in a single 
instrument, this new programmable signal source provides 
many kinds of test stimuli for either automatic or bench test 
applications. 

by Tilman Schad, Dieter Kible. and Peter Brunner 



SOFTWARE AND HARDWARE COSTS of auto- 
matic and bench testing can be reduced if a 
single source can provide all the stimuli required to 
test any given device. While no such universal source 
yet exists, the new Model 81 65 A Programmable Sig- 
nal Source (Fig. 1) is a step in that direction, having 
most of the capabilities needed for the majority of 
today's automatic, semiautomatic, and manual test 
setups. 

The new source offers an extensive catalog of fea- 
tures not previously combined in a single instrument. 
Helpful in testing logic families such as TTL and 
MOS are its last-transition pulses, variable offset and 
amplitude, and dc capability for threshold testing. 
For linear circuit testing, the 81B5A has logarithmic 
sweep, FM and AM. and sine, ramp and square 
waveforms. II also has a single-shot trigger for re- 
sponse time measurements, and a counted hurst 
capability lor clocking digital circuits to a particular 
state. The accuracy of manual and programmed set- 



tings is such that no external equipment or setup 
loops are required. 

To simplify software requirements for both system 
integration and daily operation, the 8165A offers full 
programmability of all modes and parameters, identi- 
cal syntax for front-panel and remote operation, 
handy mnemonics reproduced on a logically ar- 
ranged front panel, and detailed diagnostic informa- 
tion for debugging in the event of a program error. 
Operating parameters can be transferred from the 
source to the system controller so the controller can 
learn manual settings made to establish critical val- 
ues. Further, to save system controller memory, the 
source itself can store ten complete sets of operating 
modes and parameters, so a new operating state can 
be brought into effect by a single program statement. 
This also saves time in bench applications because 
entire operating states can be recalled by two front- 
panel keystrokes. Built-in batteries maintain data 
storage when the instrument is turned off. 
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Fig. 1. Model 8165A Program- 
mable Signal Source produces 
sine, triangle, and square waves in 
a frequency range ol I mHz to 50 
MHz. It also generates pulses or 
ramps with 20% or 80% duty cy- 
cles m a range ol I mHz to '9 99 
MHz. For stability, the output is 
phase-locked to a quartz crystal 
oscillator HP-IB mput:0utput is 
standard. An option provides 
logarithmic sweep and AM 
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Fig. 2. Typical 8165A output waveforms. 

Sine, triangle and square waves are generated in the 
frequency range from I millihertz to 50 megahertz. 
Sweep is available as an option. Pulses or ramps with 
20% to 80% duty cycles are generated in the range 
from 1 millihertz to 19.99 megahertz. Pulse transition 
times are less than 5 nanoseconds. Source impedance 
can be set to 50 or 1000 ohms. 

A precision 10-MHz quartz crystal oscillator is used 
as a frequency reference. Phase locking to the refer- 
ence achieves output frequency stability of ±lxl0~ 5 
of the programmed value. Frequency resolution is 
four digits, which provides a resolution of 1 mi- 
crohertz in the 1-9.999 millihertz range. 

Fig. 2 shows various types of 8165A output 
waveforms. 

Design Philosphy 

Some challenging engineering problems had to be 
solved to make the 81B5A a reality. One major prob- 
lem is that, with a frequency range of more than ten 
decades, amplifier circuits must be designed without 
ALC loops to keep the settling time short. This re- 



quires exceptional gain and dc stability in all circuits. 
Also, high-speed amplifiers are mandatory to achieve 
output signals with transition times faster than 5 ns. 

Another problem stems from the fundamental dif- 
ference between conventional and fully programma- 
ble instruments. In bench instruments, dial settings 
are stored by the dials and pushbuttons themselves, 
and can be checked and changed even when switched 
off. To provide a similar feature in a fully program- 
mable instrument, the settings must be stored and 
rechecked automatically without enabling the out- 
put. So that power interrupt does not mean that the 
instrument must be reprogrammed, a non-volalile 
memory for the operating parameters must be in- 
cluded. An added advantage of the 8165A is that no 
measuring instruments are necessary to verify the 
microprocessor-controlled para meters. 

To meet these and other requirements the design 
concept is as shown in the block diagram. Fig. 3. A 
1-kl lz-to-50-MHz oscillator (HF VCO in Fig. 3) gener- 
ates a triangle output that may be used directly or led 
to a sine shaper. The square wave is derived from the 
HF VCO*s current switch drive voltage. Changing 
from triangle to ramp form, and consequently chang- 
ing the square wave duty cycle, is achieved by vary- 
ing the charge and discharge rates of the HF VCO's 
ramp capacitor. Duty cycles and ramp symmetries of 
20%, 50%. and 80% are available. For high stability in 
continuous operation, the III'' VCO can be phase- 
locked to an internal or external 10-MHz frequency 
reference. 

Signals below 1 kHz are generated by a low- 
frequency generator (LFG). Simplified, it consists of 
an up-down counter (to divide the frequency) fol- 
lowed by a digital-to-analog converter (to synthesize 
a triangle). The counter is clocked by the HF VCO at a 
frequency 10.000 times higher than the output fre- 
quency of the D/A converter. This allows the HF VCO 
to run continuously in the phase-lock mode even 
when a triggered low-frequency signal is required. 
Consequently, the basic crystal accuracy and stability 
of the output are preserved in all operating modes. 

Microprocessor Control System 

To control a multi-capability, flexible instrument 
like the 81(i5A. such a vast amount of data has to be 
processed that a microprocessor is essential. Typical 
tasks handled by the 8165A"s microprocessor are 
manual data entry via the keyboard, preparation of 
data to set up the generating circuits, data checking, 
data reporting, and remote data entry via the HP-IB.* 
Data is stored by the microprocessor so that informa- 
tion about operating states or errors can be recalled or 
sent over the HP-IB. 

-The Hewlett-Packard interlace Bus is HP's implementation of IEEE Standard 488 and identical ANSI 
standard MCI 1 
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Ffg. 3. B165A basic Clock dia- 
gram For frequencies above ' 
kHz the HF VCO generates a 
triangle output that is either usea 
directly or ied to a sine shaper tor 
output frequencies below I kHz. 
the low-frequency generator di- 
vides the HF VCO output fre- 
quency The operation of each 
block is controlled by a micro- 
processor (not shown) 



Communication from Ihe microprocessor to the 
analog circuits is conducted over an internal bus that 
works into an acceptor for each controlled analog 
circuit. Fig. 4 shows the microprocessor bus struc- 
ture. The acceptor has the function of storing just the 
information intended for its particularanalog circuit, 
and to do this, each acceptor has a unique address. 

The internal bus consists of 16 data/address lines 
and three handshake lines. The handshake lines de- 
fine whether data or an address is being transmitted 
and coordinate the information transfer. The HDAT 
(high data) line is high when data is transmitted and 



low when an address is transmitted. The NDDV (device 
data valid) line provides a positive transition to sig- 
nify that the data or address on the bus is valid. The 
HINH (high inhibit) line goes high to terminate a 
transmission. 

A typical acceptor consists of a latch and a latch- 
enabling circuit, the latter reacting when the appro- 
priate address appears on the bus. There are seven 
different addresses for the seven functions: fre- 
quency, input mode, waveform, burst count, 
amplitude, offset, and sweep start-stop frequencies. 
Circuit configuration and timing of a typical acceptor 
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Fig. 4. 8165A microprocessor Ous structure To control the instrument's seven functions, the 
microprocessor communicates by means of a peripheral interlace adapter (PI A) and an internal 
bus. The bus. consisting ol 16 data'address lines and three handshake lines, works into seven 
acceptor circuits, one lor each controlled analog circuit 
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Fig. 5. Typical acceptor circuit consists of a iatch and a latch 
enable circuit, the latter shown here. When the appropriate 
address line ol the internal bus goes Ion. the iatch enable 
signal is generated, allowing data to be clocked Irom the bus 
into the corresponding latch 

are shown in Fig. 5. 

The flip-flop, normally with Q high, is clocked by 
NDDV when HDAT is low. If the latch's address bit is 
active (low). Q will then go low and permit the next 
NDDV pulse to enable the latch. When the data is 
terminated, the HINH pulse returns the flip-flop to its 
normal state. Data transmitted over the line used by 
the address bit has no effect on the flip-flop when 
HDAT is high. If the data for the acceptor consists of 
more than one 16-bit word, the words are transmitted 
serially and stored in a corresponding number of 
latches. Separate enable signals for each latch are 
generated by a master/slave flip-flop arrangement. 
Some acceptors in the 81(i5A use two address bits: in 
these cases the appropriate lines are applied to an OR 
gate to supply the flip-flop's D input. 

The M6800 microprocessor with 4x2K-byte read- 
only-memory (ROM) and 384-byte CMOS read/write 
random-access memory (RAM) controls the input; 
output section including the HP-IB interface. One 
M6820 PIA (peripheral interface adapter) performs 
interfacing between the microprocessor bus and the 
peripherals, which include the display, the keyboard, 
and the interface latches. 

Operating the 8165A 

A disadvantage of many digital instruments is vol- 
atility of data after a power interrupt. The 81B5A's 
CMOS RAMs with battery backup are able lo store the 
data approximately four weeks. When the instrument 



is switched on. the output is automatically disabled to 
prevent possible damage to a device under test. A 
complete error test is also performed. Ten registers 
are provided to store ten complete operating states. 
This is very convenient on the bench as well as for 
systems applications, when rapid and repetitive 
changes of parameters are required. 

An important design goal was to give the user 
maximum flexibility in setting up. Data loading is 
simple: select the parameter, and enter the value fol- 
lowed by a delimiting unit key. Simple task pushbut- 
tons (e.g.. waveform, input mode) may be pressed at 
any time during programming. A complete error test 
is performed after the change of any parameter. The 
error routine starts by verifying overrange or under- 
range of entered data. It continues by testing the com- 
patibility of existing data with data just entered. After 
this sequence, data is stored and processed and the 
instrument updated. 

If an error occurs, the keyboard is locked so the only 
keys that will operate are those that allow the elimina- 
tion of the error. As shown in Fig. 6, the keyboard, 
organized as an 8x9 matrix, is scanned serially by the 
processor. One-half of the PIA. in conjunction with a 
multiplexer and a demultiplexer, is responsible for 
the keyboard matrix. When a changing key status is 
recognized, key bounce effects are eliminated by 
reading the status again after a few milliseconds. If 
there is no further change, the new status is accepted 
by the control system. 




Fig. 6. The keyboard is organized as an 8 x9 matrix and is 
scanned serially by the processor Half of the PIA. a multi- 
plexer, and a demultiplexer form the microprocessor 
Keyboard interface 
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Fig. 7. Mnemonics, indicated on the Uont panel by framed 
letf specify tne HP-IB commands necessary to program 
thi- responding lunciionit 



HP Inte. je Bus 

Remoie programming is via the HP-IB and uses the 
same strategy as manual data entry. Two PIAs and 
some additional logic perform interfacing between 
the HP-IB and the 8165A. HP-IB service is controlled 
by the microprocessor. For example, it interprets uni- 
versal and addressed commands, and supervises 
handshake and data reception. To simplify data hand- 
ling, the interface system operates on an interrupt 
basis. 

Mnemonics, indicated on the front panel by framed 
letters, specify the system controller keystrokes 
necessary to program the Corresponding functions via 
the HP-IB (see Fig. 7). For example: "II Fl FKQ 1.23 
MHz" sets the 8165A to normal mode, sine waveform, 
and a frequency of 1.23 MHz. For better readability of 
a written program, blanks and commas can be used in 
any number within the command strings. They are 
ignored by the 8165A. 

As talker on the HP-IB. the 81 65 A is able to transmit 
a completeset of data on request, including its current 



operating modes and parameter settings. Thus the 
system controller can learn manual settings. The set 
of data consists of eight-character strings. ASCII 
coded, with a maximum of 16 characters per string. 
Each string is terminated by a carriage-return line- 
feed. Data is received by the 8165A using the same 
syntax as for sending. 

Frequency Generation 1 kHz to 50 MHz 

The 8165A uses a phase-locked loop (PLL) method 
of indirect frequency synthesis that gives the advan- 
tage of transferring the accuracy and stability of a 
crystal source to the variable-frequency output. In a 
basic PLL frequency synthesizer, a voltage-controlled 
oscillator (V'CO) is tuned roughly to the required fre- 
quency by a tuning voltage. A known portion of the 
output signal is compared with a stable reference 
frequency, and any phase difference appears as a vol- 
tage at the output of the phase detector. This signal is 
smoothed and applied to the VCO to correct the out- 
put frequency. Variable frequencies are generated by 
inserting a programmable -j-N divider between the 
VCD output and the phase detector. 

The 8165A uses two other loops in addition to the 
main reference loop (Fig. 8). This reduces settling 
lime by keeping the division factor smaller and loop 
reference frequencies higher. These extra loops effec- 
tively provide the h-N function. The output fre- 
quency. f, )Ul . is divided by a factor R so that the main 
reference loop operates only in the frequency range 
1-10 kHz; Ibis also contributes to short settling times. 
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Fig. 8. Phase-locked loop 
method ol indirect frequency 
synthesis is used m the 8 165A 
Two divider loops Ishown here as 
single boxes/ m addition to the 
mam loop help keep the main loop 
division factor smaller and loop 
reference frequencies higher The 
mam loop operates m a range ol 
only 1-10 kHz. this helps shorten 
the settling time 
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Fig. 9. Low-trequency generator 
(LFG) divides the HF VCO output 
frequency to generate output fre- 
quencies below 1 kHz. The divi- 
sion factor ranges trorn 10' to W" 
Because tie LFG runs continu- 
ously, crystal accuracy is retained 
tor the triggered and gated modes 
as well as for the normal mode. 



The divide-by-R counter output is applied to a 
ramp generator and a sine shaper to provide a sine 
wave that is mixed with the output of the first loop. 
Use of a sine wave instead of a square wave or ramp 
helps keep spurious products of the mixer small. 
These products can cause low-frequency jitter. 

The difference frequency is filtered from the mixer 
output and compared with the second loop's fre- 
quency. If f„„| is accurate and the phase detector out- 
put is zero, then 

f,-f. - b 

and hence 

f oul = Rxf, = Rx(f,-f 2 ) 
This means narrow tuning ranges for f 2 (900-801 Hz) 
and f, (1.9-10.8 kHz). At frequencies above 1 kHz. the 
PLL is disabled in gate, trigger, and burst modes. In 
normal mode above 1 kHz. the PLL is enabled and the 
control voltage to the main VCO is modified by the 
modulating signal so that the deviation is constant as 
a percentage of the output frequency. 

Frequency Generation below 1 kHz 

Frequencies below 1 kHz are obtained by dividing 
the output of the main VCO (see Fig. 9). The VCO 
clocks an up/down counter whose count direction is 
determined by a flip-flop. At counter states of 0 and 
500. the flip-flop changes its status and reverses the 
count direction. The parallel counter outputs are 
applied to a nine-bit digita'-^o-analog converter, 
which generates an approximation to a triangle wave 
consisting of 1000 discrete voltage levels, or steps, 
per cycle. 

In trigger, gate, or burst mode, counter state 249, 
which represents the baseline, is detected for gating, 
synchronization, and cycle counting. For symmetri- 
cal waveforms, the dutv cvcle control divides the 



clock by a factor of 10. In the 20/80 mode the division 
factor is four for the shorter flank and 16 for the 
longer, the period remaining constant. In the low- 
frequency range from 1 mHz to 999.9 Hz the 8165A"s 
phase-locked HF VCO runs at frequencies 10 4 lo 10* 
times higher than the output of the low-frequency 
generator. This guarantees high accuracy in the low- 
frequency output. Because the low-frequency 
generator runs continuously, crystal accuracy is re- 
tained for the triggered and gated modes as well as for 
the normal mode. 

HF VCO 

The HF VCO generates a triangular voltage in the 
range 1 kHz to 50 MHz by charging and discharging a 
capacitor at a constant rate (see Fig. 10). This is done 
using a switchable positive current source. I*, and a 
smaller negative current source. I y . When the posi- 
tive current source is on. the capacitor charges at 
I x — I v . When the positive current source is off. the 
capacitor discharges at I v . The positive source is 
switched by a pair of transistors controlled by a 
Schmitt trigger driven from the ramp voltage. 

Frequency is determined by the time taken for the 
ramp voltage to reach the Schmitt trigger thresholds. 
Consequently, it is dependent on the ramp capacitor 
value and the charge and discharge currents. These 
are varied according to the frequency range and the 
selected output frequency. Symmetry depends on the 
ratio of charging current [l x — L) to discharging cur- 
rent (Iy). In the range 1 kHz to 19.99 MHz. symme- 
try is selectable (20%. 50 %. 80%). At 20 MHz and 
above it is fixed at 50%. 

One of the main problems in generating a clean 
triangle with this technique at high frequencies is 
caused by the parasitic inductance (L) and resistance 
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(R) of the ramp capacitor and the range switching 
circuitry. If L and R are not equal to zero, a spike and a 
step, respectively, occur on the triangle at the switch- 
ing point. To compensate for this, a virtual ground is 
generated by switching the current l x to either end of 
the appropriate ramp capacitor directly via an addi- 
tional switching circuit, I'orthesame reason the ramp 
capacitor ior the highest frequency range is printed 
directly on the circuit board. 

Function and Pulse Generation 

In sine operation, a triangle waveform from the 
VCO or LFC; goes to a sine shaper. the sine amplifier, 
the buffer, and the output driver. Sine shapers in 
function generators usually consist of a set ol 'diodes. 
These are connected to voltage sources with defined 
source resistance and are fed by a source with defined 
resistance. Although these! shapers an; valuable in the 
frequently range up to 10 MHz, even the use of diodes 
with very low storage times cannot increase the fre- 
quency range significantly. The sine shaper concept 
used in the 8105A. therefore, is different The basic 
cell is shown in f ig. 1 I. It consists of a differential 
amplifier whose gain is determined only by the resis- 
tors Rfj. The breakpoints are determined by the cur- 
rent I N . The shaper circuit consists of five cells con- 
nected in parallel (i.e.,N = 1.2.3,4,5), An advantageof 
this approach is that the gain is determined by resis- 
tors and is therefore independent of temperature vari- 
ations. However, the input amplitude and offset must 
be very stable, since an amplitude drift would cause 
odd harmonic generation, and an offset drift would 



Fig. 10. The HF VCO < voltage- 
controlled oscillator) generates a 
triangular voltage m the range ' 
kHz to 50 MHz by charging and 
discharging a capacitor at a con- 
stant rate determined by two cur- 
rent sources A switching ar- 
rangement compensates lor the 
effects ol stray inductance <Ll and 
resistance fR). 



cause even harmonic generation. In triggered mode 
an offset drift cannot be compensated. At high fre- 
quencies and continuous waveforms, automatic 
compensation is switched on. 

The pulse waveform is converted from the ramp by 
means of a Schmitt trigger. To obtain a pulse with a 
zero-volt baseline, an offset is added to the pulse 
amplifier output. For frequencies above 1 kHz, the 
VCO ramp is switched to the output driver directly. 




Fig. 11. Sine shaper consists ol live ol these basic cells 
connected m parallel Gain is determined by resistors and is 
independent ol temperature variations 
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Fig. 12. Optional logarithmic 
sweep generator is based on an 
up'Oown counter and a digital-to- 
analog converter Sweep can 
cover up to three decades 



For lower frequencies, the ramp waveforms from the 
low-frequency generator are provided to the output 
driver. 

Counted Burst Capability 

The 8165A has a counted burst capability, which 
means that, after a trigger signal is applied, a prepro- 
grammed number of cycles are generated. The tech- 
nical problem of designing a high-speed programma- 
ble counter with common F.CL and TTL technology is 
solved in the usual way: A programmable up-counter 
is preset to a number Y-(N — 1). where Y is the upper 
limit of the counter and N is the required number of 
output cycles. The counter is monitored, and when 
the state Y is detected, the next output cycle of the HF 
or LF oscillator is stopped. The value of N=l is 
treated as a one-shot trigger, as in external trigger 
mode, and the value N = 0 disables the trigger input 
and allows the 8165A to be used as a dc source (signal 
off. offset variable). Thus the full range of 0 to 9999 
cycles per burst is available. 

Optional Sweep. AM 

Option 002 provides the 8165A with logarithmic 
sweep and amplitude modulation capabilities. 

Logarithmic sweep output allows the user to sweep 
logarithmically between two frequencies as an alter- 
native to the linear sweep available in the VCO mode. 
A range of three decades can be covered. Unlike some 
sweep circuits, a triangle instead of a sawtooth is 
generated. The advantage ot this waveform is that 
there is no need for a blanking stage in an oscilloscope 
or for a pen lift circuit in an X-Y recorder. The sweep 
generator is based on an up/down counter and a 
digital-to-analog converter (see Fig. 12). 



After the start frequency has been entered, the stop 
frequency is checked against the total available sweep 
range. Following this, the logarithm of the start fre- 
quency is automatically stored by the start latch and is 
subsequently loaded into the 10-bit counter, After the 
external trigger, the counter accumulates the pulses 
generated by the clock generator until the stop fre- 
quency has been reached. The flip-Flop then reverses 
the counter. The counter's output is converted to a 
triangular waveform by a 10-bit digital-to-analog 
converter (DAC). The DAC's output is converted by an 
antilog amplifier to produce a voltage for controlling 
the HF VCO. A signal for external deflection purposes 
(IV per swept decade) is made available by buffering 
the DAC's output. 

Besides sweep, 8H35A Option 002 also provides 
amplitude modulation. The standard instrument has 
an FM mode, and PCM can be carried out in the gate 
mode. Because there are no restrictions on selecting 
the input mode in conjunction with AM. complex 
waveforms can be generated. Amplitude modulation 
indexes between 0 and 100% are possible, indepen- 
dent of the programmed amplitude. 

The AM stage is based on an electronic attenuator 
IC. similar to those used in the 8082A 250-MHz Pulse 
Cenerator. 1 In this application two basic cells are 
connected in parallel. The contribution of this ar- 
rangement is that the envelope distortion of the mod- 
ulator is better than -60 dB for frequencies up to 1 
MHz. 
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A Compact Logging Multimeter that Can 
Manipulate Data 

By combining the attributes of a 4Vz-digit multimeter, a 
thermometer, a 4-channel scanner, a printer, and a micro- 
processor, this versatile instrument can be a time-saver for 
the design engineer. 

by John E. Scruggs, Marsh L. Faber, and David L. Wolpert 



TIME IS VALUABLE — jus! as much so in the de- 
sign lab as anywhere else. That provided the 
motivation for a project that culminated in the Model 
3467A Logging Multimeter (Fig. 1). The goal was: 
develop an instrument that saves design time. 

Capable of handling a major part of the measure- 
ments required during the course of a typical elec- 
tronic design effort, this self-sufficient instrument 
measures ac and dc voltages, resistance, and. with 
external thermistors, temperature. It has a four- 
channel scanner, a thermal printer for permanent rec- 
ords, and an internal timer that allows unattended 
measurements. The instrument requires no external 
control or I/O, yet it can perform computations on 
measurement data under pushbutton control. 

The nucleus of this instrument is a 4 Vz-digit, au- 
toranging multimeter, basically similar to the HP 



Model 3466A Digital Multimeter. The printer is a 
compact, moving-head, dot-matrix, thermal printer 
similar to those used on the HP-91 and HP-97 Cal- 
culators. 1 Scanning is by means of reed relays. A 
microprocessor provides the communication be- 
tween the multimeter, scanner, timer, and printer, as 
shown in the block diagram of Fig. 2. 

Data Manipulation 

Inclusion of a microprocessor allowed math opera- 
lions to be implemented. Among other things, these 
make it possible to linearize and convert readings of 
thermistor resistance measurements to readings of 
temperature in C F or C C. 

Other operations performed with the math func- 
tions involve the use of channel 4 as a reference, 
designated "Y." Any of the other three channels, de- 



3«'A LOGGING MULTIMETER 



hmhim 




E cr e 

iiii 



Fig. 1 . The Model 3467 A Logging 
Multimeter is basically a 4Vi-digit 
multimeter with a built-in four- 
channel scanner and a printer, all 
controlled by an internal micro- 
processor The microprocessor 
can also translate raw measure- 
ment data into more usetul torms. 
such as linearizing and converting 
thermistor measurements to give 
readings directly In 'F or °C 
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Fig. 2. Organization ol the Model 3467 A Logging Multimeter 

signated "X." may then operate on the reference so 
measurement results can be presented in the most 
useful form. The possible operations are: 
A (X-Y) * (X/Y) 

,X-Y. 



A% 



• Kill 



dB 20log|X/Y| 



XV 



Besides using measurements made on the Y chan- 
nel as the Y reference, arbitrary values of Y can be 
entered and stored for use as constants for the math 
functions. The MATH pushbuttons normally are inter- 
locking so only one at a time can be depressed, but the 
switch assembly has been modified such that when 
the Y pushbutton is depressed, the MAT! I buttons 
function as momentary contact switches. Each or 
these can then be used to step one ol the display digits 
to any desired value. The dB pushbutton steps the 
decimal point to the desired position. Releasing the Y 
pushbutton stores the displayed number for sub- 
sequent use as the Y reference. 

Additional uses of the math capability involve 
offsets. With the input leads shorted, usually at the 
point of measurement, pressing the /*V.n ZERO 
pushbutton stores any residual voltage or resistance 
reading as an offset for that channel. This offset, which 
can be as high as 2 mV or 2011. is then automatically 
subtracted from subsequent measurements. 

Applications 

Of what use are these capabilities to the engineer on 



the bench? Characterizing amplifiers and filters di- 
rectly in dB units is one example. With channel 4 
measuring the input to the device, any of the other 
channels measuring the output, and the dB button 
pressed, readings will be given directly in dB units. 

With the appropriate value entered as the Y con- 
stant, measurements on channels 1. 2. and 3 can be 
made in dBm referred to any impedance desired. For 
example, the voltage V for 1-mW dissipation in a 
characteristic impedance R, is derived from the rela- 
tionship: V 2 .'R r = P. where P = lmW. For a 60011 im- 
pedance. V is 0.7746 volts. With this value entered as 
the Y reference and the dB button pressed, the results 
of voltage measurements will then be displayed in 
dBm referenced to 60011. Obviously, this kind of 
capability makes the instrument as useful on the pro- 
duction line as on the designer's bench. 

When the TEMP function button is pressed at the 
same time as one of the other functions ("*V, ~V,orkj£l), 
temperature can be measured on channels 1 and 2 
while channels 3 and 4 measure the other function. 
An example of how this "mixed" mode can be used is 
shown in Fig. 3. Here, the effectiveness of the heat 
sink used on a power supply regulator is being 
evaluated. A thermistor is cemented to the case of the 
regulator transistor and the temperature there is mea- 
sured on channel 1. Channel 3 monitors the voltage 
drop across the transistor while channel 4 measures 
the current (A x 111 = V). With the * MATH button 



Channel 3 




Fig. 3. The thermal performance ol a heat sink lor a series- 
regulator transistor is evaluated with the help ol the logging 
multimeter in the setup shown here. The printout shows temp- 
erature at the surface ol Ihe transistor (channel I), the power 
dissipated by the transistor (channel 3), and the load current 
(channel 4) The instrument multiplies the voltage measured 
on channel 3 by the channel 4 current reading (mV = mA 
x Mi;, which lunclions as the V reletence, to give the transistor 
power dissipation (0.2777 W). 
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depressed, the logging multimeter multiplies the 
channel 3 reading by the channel 4 reading to give the 
power dissipated in the transistor. The power supply 
load can then be varied and a printout obtained by 
manual pushbutton each time the temperature 
.stabilizes at a new value. Note that the load current 
(channel 4) is also printed. A second thermistor could 
be connected to channel 2 to give a simultaneous 
record of ambient temperature. 

With the internal timer, up to four measurement 
points can be scanned and the results printed at 
specified time intervals. These intervals range from 
less than ten seconds up to three hours. This enables 
unattended monitoring of such quantities as voltage 
drift versus time during device vvarmup. and battery 
charge/discharge characteristics. 

Power Drop-Out Protection 

With offsets and/or a Y constant stored, it would be 
at least disconcerting and possibly even disastrous if 
a power-line transient or momentary power loss 
caused these constants to be lost, especially if the 
instrument were operating unattended. To guard 
against this, the Model 3467A has a power dropout 
protection circuit that saves entered constants for at 
least five seconds in the event of a power loss. The 
circuit is shown in Fig. 4. 

While the system is running, data such as the Y ref- 
erence, offsets, elapsed time, and the next print time 
are read from the microprocessor memory and stored 
in a low-power CMOS read-write memory (RAM) 
each time the display is updated. If line power fails 
sufficiently long for V cc to fall below 4.83Y. the pro- 
cessor system will be disabled, but the data in the 
low-power RAM will be retained by the voltage on a 
capacitor (voltage V c on capacitor C A ). When power 
returns, the processor, upon resuming operation, first 



checks the output of the stored-voltage comparator. If 
this indicates that the voltage V,. on capacitor C A is 
still greater than 2V. it loads the data stored in the 
low-power RAM into the corresponding locations in 
its own memory. Instrument operation then con- 
tinues as before. The printer, however, inserts an 
extra line feed before the next printout to indicate that 
a power drop-out occurred. 

If V c is less than 2V when power is restored, the 
processor initializes the stored Y constant to +1, and 
the other constants, offsets, and times are set to zero. 

The circuit shown in Fig. 4 includes two 
safeguards. Switch Ql, a transistor, is controlled by 
the power-on reset signal, a delayed version of the 
power-valid signal. This allows capacitor C A to 
charge only while the processor is operational and 
data in the CMOS memory is valid. The front-panel 
line power switch has an additional pole that pro- 
vides a discharge path for capacitor C,\ when the 
power is switched off. Whenever this switch is tog- 
gled, the stored values are reinitialized as above, 

Scanning High Voltages 

One problem that was resolved during the design of 
this instrument was the deleterious effect that high 
voltages can have on scanner relays when floating 
measurements are made. Fig. 5 illustrates this. 

If one side of a voltage source (±350V dc max.) is 
connected to safety ground and the other is connected 
to a channel's input Lo (Fig. 5a). a large charging 
current is switched by the scanner relay Si. This is 
because the distributed capacitance on the LOW side is 
relatively large (500-1000 pF), a result of the large 
area of sheet metal connected to circuit LOW. If 
switched repeatedly, which would be the case when 
scanning, this current would eventually pit the relay 
contacts and cause erratic operation. 
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Fig. 4. Power dropotir protection 
circuit retains math constants and 
other data in a CMOS memory 
powered by the charge on ca- 
pacitor C,.. Data is retained tor at 
least live seconds it line power 
tails. 
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Fig. 5. Relay closings are sequenced ISi oe'ce S2) so neither relay has lo switch the full 
current that charges stray capacitance C? Tms avoids the damage to the relay points that re- 
petitive switching ot high currents can cause 



The solution was to sequence the relays so the 
scanner relay (Si ) closes before the function relay (S2 
in Fig. 5b). Point A in Fig. 5b is not connected directly 
to the floating chassis sheet metal so the distributed 
capacitance at that point is very small. When Si is 
closed, this small capacitance (C2) charges very 
quickly while Gl charges relatively slowly through 
resistor R. S2 is timed to close after C2 is fully 
charged. Thus, neither switch is required to switch 
any appreciable current, resulting in much better re- 
liability in high-voltage measurements. 

In the event that a scanner relay should fail in a 
closed position, it is possible that two measured 
sources would be connected together when the next 
channel relay closes. To prevent damage to the 
sources, a fuse is placed in series with each channel's 
input. This adds series resistance, but this resistance 
is effectively '"nulled out" of resistance measure- 
ments by the zeroing and offset storage procedure. 
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SPECIFICATIONS 

HP Model 3467A Logging Multimeter 
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single channel response time <**wui i*»"i*r«ji: > i 6*£wm» m *aHn 

I cB-jm ot tinti *a<ue on ono range AibJ ao lecondt V oacn range cns"gt> 

Diode Test 

FUNCTION: «li a. 
RANGE. *u 

CURRENT SOURCE: ItB*. • 4*1 

DIODE VOLTAGE OHOP DISPLAYED IN VOLTS: ' 9WW vWU maamujm 
fiffunu'Olile lalajrr 



AC CONVERTER: Tm 

Range 

SOOmV 
*V 
20V 



AC Vollmeler 

'escond'iq end ca»6i»ta0 •« Hue n 



Maximum 

I W 96mV 
14999V 



MAXIMUM INPUT: - SM V (de I w act >0' V Hr *oiti any tenwital in uiumii) 

am I .■' any Ihc lrjm>"rK 
RANGING' Aulunudil: Of "oUSlep 
CREST FACTOR: I 1 el h>l ncale 
ACCURACY; 

Aconecy app'ot wit- rearing* or .-g* <.■»' stole ( - 'fl» COunm on ? MV range • 
8 months, is C 9mu*»Mi •m.e'oim 



Frequency 

*SHx -iOO Mi 
100 H* - 10 UU 
10)«Hj-20liHr 
M »Hi 100 rulf 



-IV ol leedina * number ol C0u"»l 

! -*0 
OJ • 40 
1 - 40 
1 - JOQ 



TEMPERATURE COEFFICIENT- 

Frequency |0C to IB C. ?B C lo BO C I 

45 Mr 100 Hz i ft 05** of reMng • 3counii|iC 

IDOM; lOkKt i 10.03*. ill iBidng • 2euuiil»>' C 

• 0 KHi-20 UU t (0.95-h ol leeUng - 2 cowibi C 

20 »Hi 100 fcHi c iO 0< leaOng • 15 COunai, C 



INPUT IMPEDANCE: 2 Vli ;5S in uolll 
SINOLE CHANNEL RESPONSE TIME (i 

4 cojnii ol linal value an one lonoe Aq 



I 3 lEcmae tm each t«»cn tnunge 



Temporaiure Measuroment 

1ECHNIOUE I ^no«eiuie mei*uien*nli u*na rtemisws can oe maOeonecUy 
m Ca'F rijWHtti ay an internal oetld' T^vimriioi inemuaionu i"i.ooc 
Inr llut loHtAMng fient*Ml»* VBlow Sor.ng MOOT Omega UIM JSJ3 Fenwa' 
UUA 35J1 o> equivatml (One Inerm-Mo. | twnmlwa wn eod. 34B7AI 
ACCURACY louses ontnT«le- accuraci mermewr opto M eDCuticy. and 
lfie"m»»ji ief-ieatngt 

HO C lo • BO'd • 0 rc. 
• W-C to - HOC. i 06 C 
-110-0 lo . I5CC : ITC. 

Four-Channel Scanner 

TYPE: One 2-pfe. low-mermai. diy-ieed reay e« cnannel 
INPUTS; F isanng <nuuU Any contDnttior. rJ inuf mannnK ma ( be mertM m moa 
au<8 on* V Ihe hjlO-ms luncMrr* a: .Mrs Inie-rma-ac .oKn iiramUceo m 
I' '-,--" : .N- v..--, T.T:nin r* (»mpe«JH» s on cnanni-b 1 ana 2 ana mll*i OC 
'oil ac .oil* m reaikiancu on cnarvim J and 4 can al«u Be n«d« 
CHANNEL - In -CHANNEL ISOLATION: 

Source tmoadance Up lo I *Ht Up lo 100 *ru 

BOOli 100 OB 60 oS 

10HI eodQ aOBB 

Printer and Timer Pacer 

TYPE rnerrral PtinWf 
PRINT MOOES: 

MANUAL IrH.aifS e crunvul V eekKled topui cnanneli 

AUTOMATIC Scanu "^uu-tai «nd crnt» oeleaed npui cniuirn^ nip-esp do* 

TIME INTERVAL * I 3 9. 10. >0. 3D 60 ot 160 ftecoiub or miniiie& in 

leiain veWcUKilff • j Iron'-panH ihiaintitimn 
TIMER: t-iernai Zd haui oyual ronUolleo ime-v.V nmnt Timet flan; a) IKI OO 00 

iMHAIMSSl Time ortael ram be manually onieied •! Sfnonro-^e limw |j|M/| 

tno nrnn ol day 
TIMER ACCURACY: Wtttui I mmuN> M 24 hours 

POWEH FAILURE PROTECTION 5>»OuU a p»Wi !*ltir6 occut m. U07A 
a»» WSj" me man con*U"< wapted urns c/ltvH and raiqea M uo ID 5 

*I"ne*ii0irai» - 'Cibi.=na* ma(L-et^o<lBi IN*" aciu»lbmei0t*u"e]iuc*>mrialDl| 
i"rfituiFandDii"iselecmio>anile>» In these cara neripnnioui eniincinnaroa 
utd> mmpieliari ol tretai! scan trcunrcn 

General 

READING RATE. Depends o" fipwi iw* ie.pt 2 In l'i leioVig* secure] 
OPERATING TEMPERATURE: 0 C lo -50 C 

HUMIDITY: 05'. H H . 15*C IO l*0'C wtltoul irwtmai pater 40*. RX 

• 15'C M - 30 U »v waimai vaoer 
POWER 1110 HWMSJO 5'. 10". 48 10 440 ru 25 VA 
DIMENSION.' 100 5 mm H - 212 0 nun W ' 30* 8 mm O |7' * - 6J» ■ 13 tn ) 
WEIGHT * 77*01*3 5 0* 

PRICE INUS »u:3aflM(eo;UO"g i roiioilhermai papm am 1 ihecnuaict, UJiio 
MANUFACTURING DIVISION* LOVELAND ■H5TnuVErfl' OIViS>OM 

PO Bo>»' aiSFounspne, 5»««t. 5W 
Lpieidii-: Cue-Ado 8053' U S A 
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